University Vita-salute, scientific institute san raffaele, Milano, italy Purpose: To compare four stereo tests (Lang I, Lang II, Titmus, and TNO) and assess their effectiveness. The main focus of this study is to identify the most useful stereo test as a challenging tool in the screening of strabismus. Patients and methods: A total of 143 Caucasian subjects, 74 males (52%) and 69 females (48%), aged between 4 years and 78 years (mean age 19.09±15.12 years) were examined at our Strabismus Service (Scientific Institute San Raffaele Hospital, Milan, Italy) and included in this observational cross-sectional study. Subjects recruited in this study were either affected by strabismus, including microstrabismic patients, or healthy volunteers. Subjects affected by ophthalmological diseases, other than strabismus, were excluded. All patients underwent both ophthalmological and orthoptic examination, including stereo tests, Hirschberg Corneal Light Reflex Test, Worth Four-Dot Test, the 4 Prism Diopter Base-Out Test, Cover Testing, Bruckner Test, visual acuity, automated refraction under 1% tropicamide cycloplegia and thereafter, posterior pole evaluation. Results: All data were processed using the IBM SPSS Statistics, Version 2.0, to perform all statistical calculations. The main finding of this study is that Lang I stereo test achieved the highest sensitivity (89.8%) and specificity (95.2%) in detecting strabismus, including microstrabismus as well, compared to all the other stereoacuity tests. Furthermore, Lang I is the stereo test with the highest positive predictive value and negative predictive value, both greater than 90%.
Introduction
Strabismus is an important medical condition with a prevalence ranging between 2% and 4% in the general population, which affects the population and causes severe complications. [1] [2] [3] In most forms of strabismus, patients' motor fusion mechanisms are anomalous or are inadequate for the maintenance of ocular alignment. Therefore, eyes' inability to work together causes a reduced or absent binocular vision. 4 However, in some cases in which the angle of strabismus is very small, the motor fusion amplitudes appear to be normal, whereas sensory fusion mechanisms exhibit pronounced clinical deficiencies. This form of strabismus with very small angles of deviation and relatively high degrees of binocularity has been classified as microstrabismus. [5] [6] [7] [8] [9] The onset of strabismus when the visual system is mature can cause diplopia or confusion, while its onset when the visual system is immature can cause cortical suppression and then amblyopia.
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Stereoacuity testing is an important tool in the evaluation of vision, in order to identify the highest form of binocular coordination that can be assessed. High levels of stereoacuity are thought to influence the acquisition of sensorimotor skills in early childhood. Moreover, stereo tests measure the quality of binocularity. Since stereopsis is theoretically reduced in strabismus, this condition should be easily detected by a stereo test. [12] [13] [14] Stereoacuity tests have been used in large populationbased studies as screening tools to detect strabismus, since these tests are relatively fast, inexpensive, well accepted by both adults and children patients, and easily administrated by nonophthalmologist operators. 15 However, so far there is neither general consensus nor internationally approved guidelines concerning the use of stereo tests as a screening tool for strabismus.
Nowadays, in the clinical practice a combination of different methods, as Hirschberg Corneal Light Reflex Test, Cover Testing, Worth Four-Dot Test, the 4 Prism Diopter (PD) Base-Out Test, is used to diagnose strabismus. 4, [14] [15] [16] [17] The application of one of these procedures alone may be insufficient to confirm the diagnosis of the disease.
The present study was undertaken to assess a challenging method of screening for strabismus, in order to make an early diagnosis of strabismus and therefore to apply an early treatment, either medical or surgical, reaching a better prognosis.
Our experience revealed that stereo tests are a potentially useful method of screening for strabismus, considering they are easy and fast to perform and well accepted by most patients.
Patients and methods
A total of 143 Caucasian subjects, 74 males (52%) and 69 females (48%), aged between 4 years and 78 years (mean age 19.09±15.12 years) were examined at our Strabismus Service (Scientific Institute San Raffaele Hospital, Milan, Italy) and included in this observational cross-sectional study. In this study, patients were consecutively admitted and the selection of the study group was done according to inclusion and exclusion criteria. Subjects recruited in this study were representative of the general population, either affected by strabismus, including microstrabismus (ten patients) and intermittent forms of strabismus (six patients), or healthy volunteers.
All patients were thoroughly informed about the purpose of the research, participation was totally voluntary, and informed consent was obtained from all participating individuals. The study protocol complied with the Declaration of Helsinki.
Subjects affected by ophthalmological diseases other than strabismus, were excluded. Patients affected by amblyopia (strabismic amblyopia or nonstrabismic amblyopia) were also excluded. Amblyopia was defined as an interocular difference in visual acuity between the two eyes $2 lines, using Snellen charts, not attributable to any underlying structural abnormality of the eye or visual pathway.
Furthermore, patients younger than 4 years were excluded from the study. These young children could have shown a lack of collaboration that could have influenced the statistical data.
All patients underwent both ophthalmological and orthoptic examinations, including Stereo Tests, Hirschberg Corneal Light Reflex Test, Worth Four-Dot Test, the 4 PD Base-Out Test, Cover Testing, Bruckner Test, visual acuity, automated refraction under 1% tropicamide cycloplegia, and also posterior pole evaluation.
All patients were tested with all of the four stereo tests most frequently used in Europe and Italy: Lang I, Lang II, Titmus, and TNO. The tests were administrated in a randomized order, by a unique operator, who appeared to be masked to the results of both ophthalmological and orthoptic examinations. The fail-pass threshold was chosen according to the instructions of each test's manual (Lang I, Lang II, TNO fail-pass threshold) and suggestions found in literature (Titmus fail-pass threshold). 14, 16 Lang I is a stereo test based on a combination of the random-dot technique and cylindrical gratings, consisting of a card measuring 9.5 cm ×14.5 cm that contains pictures of a cat, a star, and a car, which represent disparities of 1,200, 600, and 550 seconds of arc, respectively. The test is administrated at 40 cm of distance; it does not require red/green or cross-polarized filters. Incorrect naming or no identification of one or more stereoscopic figures was considered a fail (Lang I cut-off). We consider the test negative when patients named "dog" pointing to the image of the cat. Lang II stereo test is based, as well, on the random-dot technique. It consists of a card measuring 9.5 cm ×14.5 cm that contains pictures of an elephant, a car, and the moon, which represent disparities of 600, 400, and 200 seconds of arc, respectively. Similar to Lang I, the test is performed at 40 cm distance. This stereo test contains a control figure  (a 
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stereo tests as screening tool for strabismus stereoscopic figures was considered a fail (Lang II cut-off). We considered the test negative when patients responded "turtle" pointing to the car or when the elephant was named as a "bear" or "cow".
In the Titmus stereo test, we considered only the second (circles) and third (animals) part, with a disparity ranging from 800 to 100 seconds of arc. The test requires crosspolarized filters (worn over prescription glasses). Failure to identify circle number 5 (100 seconds of arc) or animal A, B, or C was considered a fail (Titmus cut-off).
The TNO stereo test was based on the random-dot technique, as in Lang I and II. We examined the first three plates, which represent hidden objects, easily identified by subjects with a good stereopsis. The first three plates are simple test plates with a retinal disparity of 1,900 seconds of arc. The test requires red/green filters, worn over prescription glasses. The dissociation is given by color instead of cross-polarized filters as in the Titmus test. Failure to identify just one of the hidden objects in each plate was considered a failure (TNO cut-off). We considered the test negative when patients confused rhombus with square.
A complete ocular and orthoptics evaluation was performed by a second operator, who appeared masked to the results of stereo tests. Strabismus was defined as any heterotropia either constant or intermittent. Diagnosis of strabismus was assessed by a combination of Cover Test, Hirschberg Corneal Light Reflex Test, Worth Four-Dot Test, and 4 PD Base-Out Test. 4, [14] [15] [16] [17] The Cover Test is used to dissociate binocular fusion and determine the full deviation, tropia plus phoria. The Hirschberg Test, or Corneal Light Reflex Test, assesses eye alignment by noting the location of the corneal light reflex within the pupil. With normal orthotropic alignment, the light reflexes are slightly decentered nasally, but they are symmetrically located within each pupil. The Worth Four-Dot Test consists of two green lights, one red light, and one white light. The normal fusion response is seeing four lights, two red and two green. Another normal response is one red light, two green lights, and one light that flickers between green and red. The light that flickers is the white light that is seen by both eyes. Patients with acquired strabismus and diplopia will see five lights: three green and two red. Patients with cortical suppression report seeing either three green lights or two red lights, depending on which eye is fixing. Patients with large scotomas will suppress the distance Worth FourDot. Patients with the monofixation syndrome have a small central suppression scotoma and peripheral fusion. They suppress the distance Worth Four-Dot as the dots fall within the scotoma. The results of this test will tell the examiner if there is diplopia or suppression, suggesting a nondiscernible central stereoscopic vision. The association of Worth Four-Dot Test with the other two tests allowed us to identify microstrabismus also. In children younger than 10 years (54 patients), the 4 PD Base-Out Test was performed to complete the evaluation. This test consists of placing a 4 PD base-out prism over one eye. In normal subjects, the 4 base-out prism induces fusional convergence. Patients without motor fusion and large regional suppression show no movement of either eye when the prism is placed over the nondominant eye and a version movement of both eyes in the direction of the apex of the prism when the prism is placed over the fixing eye. Patients with the monofixation syndrome and a small central scotoma usually show no movement when the 4 PD prism is placed over the nondominant eye.
Refraction measurements were conducted on all subjects included in the study after a pharmacological cycloplegia with the instillation of one drop of tropicamide 1%, three times, 5 minutes apart. The refraction was evaluated 30 minutes after the last dose.
The receiver operating characteristic (ROC) analysis and the corresponding area under the curve were reported for stereoacuity tests in detecting strabismus. Specificity, sensitivity, and both positive and negative predictive values (NPVs) were calculated for each stereo test, and the corresponding 95% confidence intervals (CIs) were reported. All data were processed using the IBM SPSS Statistics, Version 2.0 (SPSS Inc., Chicago, IL, USA).
Results
All the 143 patients examined were included in this report and none were excluded, since all subjects were able to complete either the stereoacuity testing or the orthoptic and ophthalmological evaluation. In other words, all patients underwent all the examinations and tests and none of them left the study because of being incapable of finishing the tests. The mean age of patients enrolled in the study was 19.09±15.12 years (age range 4-78 years). There were slightly more males (74, 52%) than females (69, 48%) in the sample. Among all patients included in the study, 59 (41%) were affected by strabismus and 84 (59%) were nonstrabismic healthy volunteers, tested by Hirschberg Corneal Light Reflex Test, Cover Testing, and Worth Four-Dot Test.
Ten patients were affected by microstrabismus and six patients were affected by intermittent strabismus. As already described in the previous paragraph, in some selected cases (54 patients), the 4 PD Base-Out Test was performed in order to complete the diagnosis of strabismus. The authors found Lang I to be the stereo test with higher sensitivity (89.8%), specificity (95.2%), PPV (93%), and NPV (93%). All these results are shown in both Table 1 and Figure 1 .
The area under ROC curve analysis revealed a statistically significant superiority of Lang I test in detecting strabismus, including microstrabismus, when compared with all the other tests: 0.92 versus 0.82, 0.83, and 0.83 for Lang I, Lang II, Titmus, and TNO, respectively (P=0.0001) (Figure 2 ).
Discussion
Currently, there is neither general consensus nor internationally approved guidelines concerning stereo tests as a screening tool for strabismus. Poor documentation of stereo anomalies and unreported selection of participants disclose a serious problem in the clinical desire to generalize results of binocular vision research to a wider population. Previous works on the screening of strabismus using stereo tests have shown disparate results regarding their application as a screening tool and the most useful among all. 14, [17] [18] [19] [20] [21] [22] [23] [24] [25] [26] Stereoacuity has been measured by various tests, and there are conflicting reports on their validity in the evaluation of strabismic and microstrabismic patients. There is some agreement that tests based on the random-dot technique, such as the TNO and Lang tests, are superior to the Titmus and Randot stereo tests. This belief is supported by the evidence that the stereo tests based on the random-dot technique analyze real stereopsis generated from truly binocular interaction. 26 Ohlsson et al 16 studied five different stereo tests, Lang II, Frisby, Randot, Titmus, and TNO, for the screening of strabismus and amblyopia. None of these tests were suitable as screening tests because sensitivity for strabismus was lower 14 presented the effectiveness of Lang II stereo card as a screening tool for amblyopia and strabismus in children aged between 12 years and 13 years. Authors claimed that Lang II is not considered an effective method of screening for strabismus because it does not reliably distinguish between nonstrabismic patients and children affected by both strabismus and microstrabismus. Furthermore, Lang II reported a sensitivity of 82% and a PPV lower than 40%. Ohlsson et al suggested that the low sensitivity could be caused by the memorization of images.
Lang II was also studied by Huynh et al 17 in order to assess the accuracy of this stereo test as a screening tool for strabismus. The test achieved a sensitivity of 29% (95% CI 26-31) in the diagnosis of strabismus. In conclusion, the authors did not recommend the sole use of Lang II stereo test in the screening of strabismus.
In literature, there are few data related to the effectiveness of Lang I stereo test in the detection of strabismus. 18, 21 Most of the previous papers in literature analyzed stereo tests as screening for both strabismus and amblyopia. Therefore, results regarding the effectiveness of stereo tests in the diagnosis of strabismus could appear partially masqueraded. In order to assess the relative diagnostic abilities of the four tests, we only analyzed the effectiveness of stereo tests for strabismus, excluding subjects affected by amblyopia, as already described in the previous paragraph.
In our study, we have tested the applicability of Lang I in the screening of strabismus, compared to the effectiveness of three other stereo tests, Lang II, Titmus, and TNO. We did not find any difference of compliance related to the age of the subject tested. Both strabismic and microstrabismic patients and healthy volunteers demonstrated high compliance, and none of them were excluded from the study for lack of collaboration. This point is supported by the exclusion from the study sample of children younger than 4 years, because children older than that age should possess the cognitive strategies to interpret the most difficult pictures presented to them through stereo tests. Moreover, Heron et al 27 found that performance on the Randot and TNO tests was adult-like 
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ancona et al in 7-year-old children. Hofstetter and Bertsch 28 could not find any age-related differences in stereo threshold tested in 242 subjects aged between 8 years and 46 years.
Using the area under the curve of ROC curves, we determined the individual tests' capacity to detect strabismus, and then compared the four tests. Lang I stereo test showed the highest sensitivity (89.8%), specificity (95.2%), PPV (93%), and NPV (93%) compared to the other stereo tests examined (Lang II, Titmus, and TNO).
It is not easy to determine the parameters that point to why Lang I resulted superior to the others. Possible explanations could be as follows: Lang I is easier and faster to perform, it does not need red/green or cross-polarized filters, and as a random-dot test it does not present monocular clues (which, for example, are present in the contour stereoacuity tests like Titmus). The most difficult thing is to explain the different results between Lang I and Lang II: they are both random dot, they both do not need filters, and furthermore, Lang II seconds of arc (600-200) should correspond to a higher sensitivity of Lang II compared to Lang I seconds of arc (1, , which can correspond to a lower sensitivity of Lang I. A hypothesis could be that when we test a patient with Lang II, he/she directs his/her attention mostly on the star visible monocularly, misinterpreting the other figures.
Our findings on the effectiveness of stereo tests in the diagnosis of strabismus differ from previously published data and in comparison to the other studies showed some advantages. First of all, we selected a homogeneous sample, including just patients affected by strabismus and excluding subjects affected by amblyopia or other forms of ocular diseases. For this reason, our results were not affected by disparities due to amblyopia and other pathologies. Patients younger than 4 years were excluded from the study. These young children could have shown a lack of collaboration conditioning the statistical data. Moreover, tests were presented to patients in a randomized order, avoiding that the order of the presentation could interfere with the analysis. In addition, the operator performing stereo tests was the same throughout the duration of this observational study. Furthermore, the operator performing stereo tests could not be influenced by the result of ocular and orthoptics evaluation, since he was masked to the results of the visits.
Finally, we underline that for the first time Lang I stereo test was compared to Lang II, Titmus, and TNO and the diagnosis of strabismus was confirmed by a combination of Hirschberg Corneal Light Reflex Test, Cover Testing, Worth Four-Dot Test, and the 4 PD Base-Out Test. No other previous studies used all these tests together in order to make strabismus diagnosis.
On the other hand, we acknowledge that our study suffers from some limitations. First of all, we mention the smaller sample size compared to the other studies and the exclusion of children younger than 4 years. These young patients were excluded because of the difficulty in interpreting their answers to stereo tests to confirm the diagnosis. The poor collaboration could affect the results, creating discrete disparities in the statistical calculations. The diagnosis of strabismus in early childhood is useful so as to perform an early treatment, either medical or surgical. Another limitation is the validity of stereo tests only for the diagnosis of constant strabismus and not for intermittent strabismus. In fact, according to our hypothesis, the rate of false negatives could be caused by the inclusion in the study group of subjects affected by intermittent strabismus (especially intermittent exotropia). Therefore, these forms of strabismus could contribute to lower the rate of sensitivity of the stereo tests studied.
In consideration of the high sensitivity, specificity, PPVs, and NPVs of Lang I and the homogeneity of the results, we believe that this stereo test could be suitable for the screening of strabismus. Such comforting results have never been reached before, in any of the previous studies. Based on these findings, we can suggest the use of Lang I stereo test in the screening of patients older than 4 years.
We understand that a good and effective screening test should include children younger than 4 years, and for this reason, it is desirable for the future to evaluate if stereo tests could be used to screen these patients. Our aim is to find a screening test for these children, not affected by poor agerelated compliance, since the early diagnosis of strabismus is important in the management of the disease.
Nevertheless, these preliminary results should be confirmed by increasing our study population and reducing the age limit as much as possible to apply stereo tests earlier, in order to obtain a more useful and applicable screening test.
Conclusion
We gave special attention to identifying a screening test for strabismus because this disease is a medical condition with a relevant prevalence in the general population (2%-4%), causing severe complications when untreated, depending on the age of onset. The most disabling of these complications is amblyopia because it is irreversible if diagnosed when the plastic period of the development of the visual pathway is over. Stereoacuity studies the binocular coordination. High levels of stereoacuity are thought to affect the development of the sensorimotor system in early childhood.
In our study, we considered Lang I in comparison to the other stereo tests for the first time and remarked that Lang I resulted in a stereo test with the highest sensitivity (89.8%) for strabismus, which is statistically significant compared to the other stereo tests.
Lang I demonstrated to be fast, inexpensive, affordable, acceptable by all participants, easy to perform, and could be administrated by nonophthalmologists like pediatricians and orthoptists.
For these reasons, we suggest the application of Lang I stereo test as a screening method for strabismus in patients older than 4 years.
